THE HOVERMATT® PATIENT TRANSFER MATTRESS
STEP-BY-STEP INSTRUCTIONS FOR USE

1. Patient should preferably be in horizontal position whenever possible.
2. Place the HoverMatt® mattress underneath patient using log-rolling technique and attach restraint straps. Whatever the patient is laying on to keep the bed mattress clean can be placed on top of the transfer pad to help keep it clean.
3. Plug electric cord into outlet.
4. Attach flexible hose end to mattress, parallel to foot end, and snap in place.
5. Be sure transfer surfaces are as close as possible and brake wheels.
6. If possible, transfer from a higher surface to a lower surface.
7. Turn on air supply.
8. Grasp handles and pull patient on an angle, either head first or feet first, until patient is in desire location.
9. If the width of the equipment receiving the patient is less than the width of the transfer pad, ensure that the patient is centered on the receiving equipment prior to deflation.
10. Turn off air supply.